Failure to control postprostatectomy urinary incontinence by urethral compression.
A modification of Kaufman's urinary incontinence device was implanted unsuccessfully in 5 patients. This device achieved passive urinary continence in each of these patients; however, all patients continued to experience moderate to severe stress incontinence. The results of this study challenge the concept that static urethral compression can achieve total urinary continence in patients with postprostatectomy incontinence.